[An automated microscopy system MECOS-Ts2 and its trial use for blood and bone-marrow smear analysis].
Disadvantages of conventional procedures for testing of medical automated microscopy systems are considered. A testing procedure based on step-by-step testing of the system units is suggested. The procedure makes use of remote data analysis through communication lines. The structure of MECOS-Ts2 automated microscopy system and the procedure for its testing are considered.